Biological and clinical evaluation of the transmandibular implant.
The transmandibular implant has been shown to be a successful clinical solution to prosthetic rehabilitation of patients with gross mandibular atrophy. Aspects of the biocompatibility of the implant material including the component metals in the alloy have been tested in an animal model utilizing sheep. The initial Adelaide results in the clinical multicentre trial are presented. These were generally excellent and the reasons for the few failures are presented.